A pair of stationary, opposed scintillation detectors in time coincidence is being used to create planar projection or tomographic images of small animals injected with positronemitting radiotracers. The detectors are comprised of arrays of individual crystals of bismuth germanate coupled to position-sensitive photomultiplier tubes. The system uses FERA (LeCroy Research Systems) charge-sensitive ADCs and a low cost digital YO board as a E R A bus-to-host bridge.
In projection mode, the animal is placed within the 55 mm x 45 mm useful field-of-view of the detectors and images are formed from coincidence lines that fall close to the normals of both detectors. In tomographic mode, the animal is placed on a rotation stage between the detectors and rotated around a vertical axis to acquire all possible lines-of-response. Tomographic images are then reconstructed from those lines falling within a user-specified angle of each detector normal. In mice, the system is capable of high-speed, whole-body dynamic projection imaging, and whole body tomographic imaging of slowly varying tracer distributions. An ECG gating capability is also available for evaluating cardiac function. This system is currently being used to study tracer transport in normal and genetically engineered mice.
I. INTRODUCTION
Rodent models of human diseases and animals with genetic alterations affecting virtually every organ system are increasingly common [ 11- [5] . Accompanying the creation of these models is the need to characterize a disease process and changes in that process that may occur in response to therapy, or to characterize often subtle and long-term phenotype variations induced by genetic manipulation. Nuclear medicine radiotracer techniques are ideally suited for both of these tasks since these methods can be directed toward specific biochemical pathways and are, in general, non-invasive. Nuclear medicine imaging systems developed for human use, however, do not possess sufficient spatial resolution and sensitivity to accurately quantify dynamically changing organ radioactivity in animals the size of the mouse. In response to these limitations, a number of laboratories have begun developing high performance PET imaging systems specifically for imaging small animals [6] - [ IO] . In this report, we describe an imaging system developed in our laboratory for the purpose of imaging mice and rats that provides substantial functionality at moderate cost. 
MATERIALS AND METHODS

A. System Characteristics
The general layout ad the system is shown in Figure 1 . Each detector consists of a 26 x 22 array of bismuth germanate (BGO) crystals coupled with optical grease to the face of a Hamamatsu R3941 posidion-sensitive photomultiplier tube (PSPMT) [ l l ] , [12] . Each crystal is 2 mm x 2 mm x 10 mm long, polished on five sides and finely ground on their entrance end. All crystals are double-wrapped on their long sides with PTFE tape including the entrance end [9] . In all of the experiments described below, the detectors were 18 cm apart.
Tomographic imaging is performed with the detector pair horizontal as shown in Figure 1 . The object to be imaged is attached to a rotation device placed midway between the detectors. During data acquisition, the object is rotated around a vertical axis to acquire all possible lines-of-response. Tomographic images are then reconstructed from lines that fall within a user-selecled range of angles relative to the detector normals. Planar projection imaging is performed by mechanically rotating the detector pair 90 degrees into a vertical orientation (not shown) and placing the object to be imaged on a small table inserted between the detectors.
The R3941 possesses 18 X anode wires and 16 Y anode wires. In order to reduce the number of these signal lines from 34 to 16, the X wires were combined by pairs except for the end wires which were combined in threes. The Y wires were combined by pairs, yielding a total of 32 signal lines (two FERA modules) for the combined tubes. In addition to these two FERA modules, a LeCroy 2366 universal logic module was programmed to be FERA compatible and to act as a three channel, 32 bit, 40 MHz scaler. This scaler serves to count time ticks during dynamic planar studies and/or rotation steps during tomographic imaging. It also keeps track of the number of detected and the number of processed events. A trigger signal is derived from the last dynode of each tube and used for coincidence detection. Detection of a coincidence event initiates digitization of all 32 amplified and delayed signals from both detectors, and readout of the scalers.
To circumvent the bandwidth limitation of the CAMAC Dataway [ 131, we assembled a FERA-compatible, differential ECL-to-TTL level translator to interface the FERA bus to an inexpensive, off-the-shelf digital I/O board (National Instruments PCI-DIO-32HS) [ 141. This board was chosen because it provides six different modalities of hardware handshaking, two independent 16 bit wide channels, a maximum 80 MB/s bandwidth and bus master scatter-gather DMA. In our implementation, we used the 8255 emulation handshake mode running on a 300 MHz Pentium I1 host computer (Figure 2) . The host also initializes and configures the CAMAC modules via the GPIB controller and starts the acquisition, which is either terminated by reaching a preset time condition or by the user.
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Currently, no real time processing has been implemented except for an optional lossless data compression that reduces the amount of disk space needed to store the list mode file.
B. Pe~ormance Characteristics
In order to assess the overall effectiveness of crystaWSPMT coupling, spatial linearity, and the appearance of crystals near the edges of the field-of-view, the detectors (in time coincidence) were illuminated with 51 1 keV radiation from a volume '*F source placed between them.
Tomographic resolution (FWHM=2.1 mm) was measured by imaging two parallel "F filled capillary tubes separated by 7.1 mm as they were rotated around a vertical axis midway between the detectors.
Central point source sensitivity without energy thresholding (1 30 cps/yCi) was measured by placing a small, low activity "F source at the geometric center of the system and measuring the true coincidence count rate.
The appropriate prompt coincidence window (12 ns) was determined by placing an 18F source midway between the two detectors and connecting the outputs of each discriminator to the inputs of a time-to-amplitude converter. The time axis was calibrated by inserting a delay of known length into one of these lines and repeating the experiment. Time resolution determined in this manner was 6 ns full-width-half-maximum.
Count rate performance was assessed by monitoring the prompt and random coincidence event rates during the decay of a 18F source of known activity placed in between the detectors. Random rates were obtained by applying a time shift of 50 ns to the coincidence window. Multiplicative dead time correction factors were calculated as the ratio of detected rate to processed coincidence rate. Both numbers were supplied by the scaler module.
C. Rat and Mouse Studies
Two kinds of animal imaging studies were selected to illustrate the use of this system. In the first, a 300 gram rat was injected with I8F fluoride which readily accumulates in the skeleton. At the end of the 30 minutes uptake period, the animal was sacrificed, attached to the rotation device so that the upper half of the animal was in the field-of-view, and imaging began. Upon completion of this acquisition, the translation stage was advanced upward such that the second acquisition visualized the lower half of the animal. These image data were reconstructed using conventional filtered backprojection and then fused to form a complete whole body scan of the animal's skeleton.
The second study was performed in a small normal mouse after configuring the detector pair for planar imaging as described above. The anaesthetized animal was placed on the imaging table, centered within the field-of-view, injected with "F FDG and imaging immediately began. Image data were acquired for 20 minutes and then binned into sequential 10 second frames. This image sequence was analyzed to visualize the transport of tracer throughout the animal and to quantify the time variation of radioactivity in various organs.
III. RESULTS
A. Detectors
Flood images with the two detectors in coincidence are shown in Figure 3 . All of the individual crystals in one of the detectors (A in Figure 3) are detectable, while one column of crystals is missing from the second detector and not all of the remaining columns are fully resolved. These effects are most likely due to the BGO array being slightly offset from the effective FOV of the PSPMT. In the current design, the array and PSPMT FOV cannot be realigned once the module is assembled. 
B. Data Acquisition System
The I/O board operated in 8255 emulation mode sustained a data throughput of 3.4 MB/s. This value corresponds to acquiring > 45,000 eventsh (5 ps for the A D conversion plus 17.2 ps for transferring to the host), each event consisting of 38 words (76 bytes). Figure 4 shows the measured prompt and random event rates as a function of '8F;-source activity between the two detectors, as well as the dead time-corrected prompt event rate. The dead time-corrected event rate follows a straight line, as it should.
C. Rat and Mouse Studies
The whole body bone scan of the rat injected with '*F fluoride is shown in Figure 5 Selected images from the dynamic, planar projection image sequence acquired in the normal mouse are shown in Figure 6 . In these images, the animal is viewed in posterior projection with the nose at the top of each figure, the tail at the bottom, and the animal's right to the observer's right. The bright central structure in the 10 second image is the heart.
The bright object at the bottom of the 20 minute image is the bladder. Time-activity curves created from ROIs over the heart, liver, left kidney and bladder are shown at the bottom of the figure. These curves were corrected for dead time, radioactive decay, injected dose and ROI size. 
V. DISCUSSION
Although this PET/planar imaging system is comprised of only two detectors and requires mechanical rotation of the animal to obtain tomographic images, a wide variety of studies can be carried out with this device. Planar projection imaging of mice (Figure 6 ), for example, allows nearly the whole body of a mouse to be viewed at once so that organ radioactivity at multiple sites throughout the animal can be assessed at the same moment. Such knowledge, suggested by the timeactivity curves shown in Figure 6 , should present novel opportunities for modeling the transport of new radiopharmaceuticals and changes in organ function due to genetic or other manipulations. While projection imaging cannot match the absolute quantitative accuracy of tomographic imaging, the use of background corrected timeactivity curves can provide approximate, high temporal resolution information that can, in many cases, answer the question at hand.
The tomographic reprojections obtained in the rat suggest that, for animals this size, a spatial resolution near 2 mm is sufficient to reveal considerable detail, at least for high intrinsic contrast tracers such as 18F fluoride. The ribs, sternum, spine, pelvis, skull and small bones of the skull are all evident in these images, as well as the metabolically active ends of the long bones.
While the present device possesses useful capabilities, a host of modifications can be envisioned that would improve performance significantly. Replacement of the BGO arrays with LSO or LGSO or some combination of other fast, high stopping power scintillators [ 151-[ 181 would increase position detection accuracy and reduce pulse pileup and random coincidences at high rates.
Preliminary experiments suggest that fast synchronous transfer ("burst mode") can double data throughput for the existing system. Even greater throughput could be achieved if the number of signals defining an event is reduced (by resistive charge division of the anode signals). Implementation of an expectation maximization reconstruction algorithm with proper system model would also be expected to significantly enhance system performance [ 191.
VI. CONCLUSION
High-speed planar projection imaging and rotational tomography of slowly varying tracer distributions, useful subsets of all possible imaging studies, can be performed with a relatively simple and inexpensive pair of BGO detector modules in time coincidence.
The study also suggests that the digital 110 board approach may provide a high speed, low cost option for FERA data acquisition. 
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